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§822.38 What reports must I submit to
you?

You must submit interim and final
reports as specified in your approved
postmarket surveillance plan. In addi-
tion, we may ask you to submit addi-
tional information when we believe
that the information is necessary for
the protection of the public health and
implementation of the act. We will also
state the reason or purpose for the re-
quest and how we will use the informa-
tion.
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Subpart A—General

§860.1 Scope.

(a) This part implements sections 513,
514(b), 515(b), and 520(1) of the act with
respect to the classification and reclas-
sification of devices intended for
human use.

(b) This part prescribes the criteria
and procedures to be used by classifica-
tion panels in making their rec-
ommendations and by the Commis-
sioner in making the Commissioner’s
determinations regarding the class of
regulatory control (class I, class II, or
class III) appropriate for particular de-
vices. Supplementing the general Food
and Drug Administration procedures
governing advisory committees (part 14
of this chapter), this part also provides
procedures for manufacturers, import-
ers, and other interested persons to
participate in proceedings to classify
and reclassify devices. This part also
describes the kind of data required for
determination of the safety and effec-
tiveness of a device, and the cir-
cumstances under which information
submitted to classification panels or to
the Commissioner in connection with
classification and reclassification pro-
ceedings will be available to the public.

§860.3 Definitions.

For the purposes of this part:

(a) Act means the Federal Food,
Drug, and Cosmetic Act.

(b) Commissioner means the Commis-
sioner of Food and Drugs, Food and
Drug Administration, United States
Department of Health and Human
Services, or the Commissioner’s des-
ignee.

(c) Class means one of the three cat-
egories of regulatory control for med-
ical devices, defined below:

(1) Class I means the class of devices
that are subject to only the general
controls authorized by or under sec-
tions 501 (adulteration), 502 (mis-
branding), 510 (registration), 516
(banned devices), 518 (notification and
other remedies), 519 (records and re-
ports), and 520 (general provisions) of
the act. A device is in class I if (i) gen-
eral controls are sufficient to provide
reasonable assurance of the safety and
effectiveness of the device, or (ii) there
is insufficient information from which
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